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Abstract
This paper presents SAMSON, a Spectral Absorption-fluorescence
Microscopy System for ON-site-imaging of algae within a water
sample. Designed to be portable and low-cost for on-site use,
the optical sub-system of SAMSON consists of a mixture of low-
cost optics and electronics, designed specifically to capture both
fluorescent and absorption responses from a water sample. The
graphical user interface (GUI) sub-system of SAMSON was de-
signed to enable flexible visualisation of algae in the water sample
in real-time, with the ability to perform fine-grained exposure con-
trol and illumination wavelength selection. We demonstrate SAM-
SON’s capabilities by equipping the system with two fluorescent
illumination sources and seven absorption illumination sources to
enable the capture of multispectral data from six different algae
species (three from the Cyanophyta phylum (blue-green algae) and
three from the Chlorophyta phylum (green algae)). The key benefit
of SAMSON is the ability to perform rapid acquisition of fluores-
cence and absorption data at different wavelengths and magnifica-
tion levels, thus opening the door for machine learning methods to
automatically identify and enumerate different algae in water sam-
ples using this rich wealth of data.
1 Introduction
Harmful algae blooms (HABs) occur when different types of cyanobac-
teria and algae grow out of control in a water body due to a combi-
nation of different factors. These HABs not only have a catastrophic
effect on marine wildlife and recreational water use, but more im-
portantly on water treatment plants and drinking water quality as
they have shown to produce lethal toxins that can cause diarrhea,
vomiting, blistered mouths, dry coughs, and headaches [1]. It is of
utmost importance that these algae blooms are monitored carefully
in order to better understand their behaviour by measuring a num-
ber of different factors, one of which is the algae type and quantity.
The standard practice to determine which types of algae are in
a water body and their associated quantities is a multi-step manual
process that can be described as follows. First, a water sample
is transported to a remote facility, which requires that it be pre-
served during transportation and thus is often a costly and time-
consuming process. Secondly, once the sample arrives and has
been prepared, a trained taxonomist will manually identify the dif-
ferent species present by observing it through an eyepiece attached
to a microscope, which is a very straining, tedious, and time-consuming
task. Aside from the time-consuming nature of this manual pro-
cess, Culverhouse et al. have shown that the average taxonomist
hit rate is between 67% - 83%, with a high variability between dif-
ferent taxonomists [2]. Furthermore, Clerck et al. demonstrated
that the number of algae species is rapidly increasing while at the
same time the number of algae taxonomists is decreasing [3]. As a
result of these challenges associated with the traditional approach
for algae type identification and quantification, novel methods and
techniques for doing so in a more rapid, consistent, and low-cost
manner is highly desired.
One approach to addressing these challenges is to design in-
struments that are capable of collecting reliable data in a rapid
manner and then leverage pattern recognition and machine learn-
ing methods to perform automated identification and quantification,
as recommended by Walker et al. [4]. Motivated by this, in this pa-
per we attempt to tackle this instrument design portion of this ap-
proach by introducing a low-cost, portable imaging system capable
of collecting high-quality data in a rapid manner directly on-site.
More specifically, the proposed Spectral Absorption-fluorescence
Microscopy System for ONsite-imaging (SAMSON), as shown in
Figure 1, is specifically designed to rapidly collect both absorption
and fluorescent imaging data of different algae within a water sam-
ple. As a result, SAMSON enables the rapid collection of large
amounts of insightful data directly on-site that can then be lever-
aged by different machine learning methods to automatically iden-
tify algae types and associated quantities. Additionally, the col-
lected data can be viewed directly from a large computer screen
Fig. 1: The proposed SAMSON system. The user places the water
sample through the sample window and adjust the focus with the
focusing knob. All control over the illumination sources and sensor
of SAMSON is done through the graphical user interface (Fig. 3).
instead of a traditional eye-piece, meaning that a taxonomist can
observe data more effectively, store data for later use, and share
data among colleagues.
2 Methodology
To tackle the current challenges associated with water monitoring,
which is not only time-consuming and costly, but also requires long
delays due to the need to transport water remotely for manual anal-
ysis, the proposed SAMSON system is designed to be low-cost and
highly portable, enabling such as system to be stationed directly
at the water source for rapid, on-site inspection of a given water
sample. SAMSON consists of two main sub-systems: i) an opti-
cal sub-system of SAMSON for rapid collection of both absorption
and fluorescent imaging data (as detailed in Section 2.1), and ii)
a graphical user interface (GUI) for rapid visualisation of collected
imaging data and adjustment of illumination and sensor parame-
ters (as detailed in Section 2.2). SAMSON is designed specifically
to be modular in nature; that is, it has the ability to house different
combinations of illumination sources and different lenses. This was
done to allow for the ability to conduct rapid experiments with differ-
ent illumination wavelength combinations, for both the absorption
and fluorescent illumination sources, as well as at different magni-
fication levels so that the optimal configuration may be found.
Fig. 2: The optical sub-system of SAMSON captures multi-
wavelength absorption-fluorescence images of water samples.
2.1 Optical sub-system
The SAMSON optical sub-system is shown in Figure 2 and can
be described as follows. First, light is emitted from either the flu-
orescent illumination sources or from the absorption illumination
sources onto the slide that contains a water sample. If the fluores-
cent illumination source is active, it will cause the algae to auto-
fluorescence. If the absorption illumination source is active, the
algae will either absorb or transmit the light. The emitted or trans-
mitted light then passes through a series of lenses (acting together
as an objective magnification lens) as well as a high-pass-filter, and
finally onto an imaging sensor. A vertical translation stage which
controls the fine tune focusing of the image, is connected to the
sensor and a focusing knob extends from the top of SAMSON al-
lowing a user to focus the image.
2.2 Graphical User Interface sub-system
The SAMSON graphical user interface (GUI) sub-system is shown
in Figure 3. In a standard scientific environment, multiple software
programs are necessary for the purpose of image acquisition to
control the various components (e.g., sensor, individual illumination
sources, etc.). As such, this typically required the user to switch
between programs during the image acquisition process, which is
not only time-consuming but also prone to error. Therefore, the
SAMSON GUI sub-system is designed to provide all required func-
tions in one concise and user-friendly interface, thus drastically im-
proving the efficiency of the image acquisition process. The three
main functions in the GUI sub-system are: i) live-stream visuali-
sation, ii) sensor exposure time control, and ii) illumination source
selection and control. All operations can be performed in the GUI
sub-system through sliders.
Furthermore, to increase the reliability of data, it is necessary
to perform calibration during the image acquisition acquisition pro-
cess. Based on the observation of microorganisms, we have found
that they can move rapidly in water sample, thus causing incon-
sistencies and motion artefacts to exhibit in the acquired imaging
data. To mitigate this issue, the back-end of the GUI sub-system
leverages software triggers to greatly accelerate the image acquisi-
tion speed of SAMSON by precisely timing and synchronising the
illumination sources at different wavelengths with the sensor ac-
quisition process, thus increasing the quality and consistency of
the data captured especially under rapid motion by the microor-
ganisms being imaged.
3 Experimental Setup & Results
To demonstrate the capabilities and efficacy of SAMSON for the
purpose of on-site imaging of algae, the system was configuring to
capture absorption and fluorescent at nine different wavelengths,
and subsequently used to image six different types of algae in this
study. In Section 3.1, we discuss which six algae were chosen in
this study. Since SAMSON is modular in nature, in Section 3.2 we
discuss which wavelengths and magnification optical components
were selected for SAMSON in this study.
3.1 Algae Samples
For this study, six different types of algae from the Canadian Phy-
cological Culture Centre (CPCC) were chosen to demonstrate the
imaging capabilities of the proposed SAMSON system. These six
algae types, as well with their respective CPCC number, are broken
into there respective phyla and are described as follows:
I. Cyanophyta (blue-green algae or cyanobacteria)
1. Microcystis aeruginosa (CPCC 300)
2. Anabaena flos-aquae (CPCC 067)
3. Pseudanabaena tremula (CPCC 471)
II. Chlorophyta (green algae)
4. Scenedesmus obliquus (CPCC 005)
5. Scenedesmus quadricauda (CPCC 158)
6. Ankistrodesmus falcatus (CPCC 366)
Three species from the Cyanophyta phyla were chosen since
cyanobacteria are known to produce lethal toxins during a harmful
algae bloom. Both Microcystis sp. and Anabaena sp. have both
been shown to produce toxins during bloom conditions [1].
3.2 Optical sub-system configuration
For this study, the optical sub-system of SAMSON is configured
with LEDs at nine different wavelengths acting as absorption and
fluorescent illumination sources to demonstrate the capabilities of
rapid acquisition of absorption and fluorescent signals of algae
samples. Of the LEDs chosen, two were used as fluorescent il-
lumination sources and seven where used as absorption illumina-
tion sources. The exact wavelengths, along with their associated
colours, are described as follows. The fluorescent wavelengths
used were 385 nm (ultraviolet) and 405 nm (ultraviolet). The ab-
sorption wavelengths used were 465 nm (blue), 500 nm (cyan),
520 nm (green), 595 nm (amber), 620 nm (red-orange), 635 nm
(red), and 660 nm (deep-red). The ultraviolet LEDs were chosen
as fluorescent illumination sources since all algae are known to
contain Chlorophyll-a, as they use photosynthesis to convert en-
ergy from the sun [5]. Although 385 nm and 405 nm are not at
the peak excitation wavelength of Cyanophyta or Chlorophyta, it is
sufficient to induce auto-fluorescence in both phyla.
Fig. 3: The SAMSON GUI sub-system enables the flexible selec-
tion of different illumination sources and changes in exposure time
of the sensor, all while viewing the water sample in real-time.
Fig. 4: Six algae samples from two phyla groups were imaged using SAMSON, which was configured to capture absorption and fluo-
rescent at nine different wavelengths. From the Cyanophyta phyla (blue-green algae): Microcystis aeruginosa (CPCC 300), Anabaena
flos-aquae (CPCC 067), and Pseudanabaena tremula (CPCC 471). From the Chlorophyta phyla (green algae): Scenedesmus obliquus
(CPCC 005), Scenedesmus quadricauda (CPCC 158), and Ankistrodesmus falcatus (CPCC 366).
Further, in this study, a series of lenses act together as a 20x
objective magnification lens, and a Point Grey Grasshopper 3 CMOS
camera, with a resolution of 4.1 mega-pixels and a pixel pitch of
5.5 um, was used as the sensor. This resulted in a spatial reso-
lution of 0.26 um/pixel as measured by the USAF 1951 calibration
chart. When accounting for the relative brightness of each LED,
the effective frame-rate of SAMSON as configured for this study
was approximately 30 frames-per-second when acquiring all nine
absorption and fluorescent acquisitions.
3.3 Results & Discussion
The resulting absorption and fluorescent imaging cube across all
nine wavelengths for one sample of each species can be seen in
Figure 4. One significant observation is that all three species of the
Cyanophyta phyla have significantly more fluorescence at 385 nm
and 405 nm, as seen in Figure 4. This matches Poryvkina et al.
findings [6], and indicates that such spectral information could be
used when building a machine learning algorithm to automatically
differentiate and count different types of algae. This initial observa-
tion indicates that using pattern recognition and machine learning
methods could likely differentiate between different phyla groups.
Our hypothesis is that such a device as SAMSON, which pro-
vides both spectral (fluorescent and absorption) and morphological
data, will allow for both low variability and high accuracy when us-
ing machine learning algorithms to build an on-site real-time moni-
toring system for algae, especially since different algae groups are
known to have different pigments [5]. As discussed by Li et al.,
multiple artificial intelligence approaches, such as machine vision,
pattern recognition and machine learning algorithms are a cost-
effective and labour-reducing solution to microorganism classifica-
tion [7].
4 Conclusions
In this work we presented a Spectral Absorption-fluorescence Microscopy
System for ONsite-imaging (SAMSON), designed to enable on-site
data collection on water samples for algae. The main advantage of
SAMSON is the ability of rapid acquisition of high quality fluores-
cence and absorption data. Having this stream of high-quality data
opens the door for using machine learning methods for automatic
identification and enumeration of algae samples.
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